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Date of Birth: 1995/07/04

Patient Information

Sex: FIdentifier:

Name: Essential Test User Height: 5'4", Weight: 134.5 lbs

Cobalt Baseline Report - January 29 2020
General Reference Normative Data (Age Range: 10-25)

No. Errors 1 2 3 4 5 6 7 8

0-1 100% 100% 100% 100% 100% 100% 92.0% 98.3%

2+ 0% 0% 0% 0% 0% 0% 8.0%* 1.7%*

* The occurrence of more than 1 error was only seen in Conditions 7 and 8

Age-Based Reference Normative Data (Age Range: 19-25)

Patient Age: 24 Condition 7 Condition 8

0-1 Errors 99.0% 100.0%

2+ Errors 1.6% 0.0%

Errors Conditions

1 2 3 4 5 6 7 8

Trial 1 0 0 0 0 0 0 0 0

Trial 2 0 0 0 0 0 0 0 0

Total 0 0 0 0 0 0 0 0

Sway Scores Conditions

1 2 3 4 5 6 7 8

Trial 1 0.20 0.29 0.33 0.79 0.36 0.41 0.64 0.85

Trial 2 0.28 0.25 0.36 0.86 0.31 0.66 0.72 0.86

Average 0.24 0.27 0.34 0.82 0.34 0.53 0.68 0.86

 

Condition 7: Average Sway Score

 

Patient Age: 24
*this data is for patients with 1 error or lessSway Score: 0.68

Percentile: 94th

 

Condition 8: Average Sway Score
 

 

Patient Age: 24
*this data is for patients with 1 error or lessSway Score: 0.86

Percentile: 86th
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Firm Surface

Foam Surface

EO - Normal EC - Normal EC - Head Shake VMS EC - Head Shake VMS

EO - Normal EC - Head ShakeEC - Normal VMS EC - Head Shake VMS

Baseline Data (N/A)
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